P elvic fractures following high-energy trauma are frequently accompanied by massive hemorrhage and are considered potentially lethal injuries. Reported mortality rates for trauma patients with pelvic fractures have ranged from 5% to 55%, depending on the fracture type and overall injury severity 1, 2 . It is commonly accepted that anatomic reduction and stabilization of pelvic fractures prevents further blood loss by limiting the bleeding from the fracture fragments and reducing the pelvic volume. In the majority of patients, the bleeding source is the injured sacral venous plexus or bone surfaces. Reducing the pelvic volume may therefore have a tamponading effect 3, 4 and may consequently decrease blood loss and transfusion requirements 5 . Early reduction and stabilization of pelvic fractures may lead to less blood loss and improved patient survival. This early reduction and stabilization should preferably be achieved at the scene of the accident and, at the latest, on arrival at the emergency department. Both invasive and noninvasive treatment modalities have been described 3, 5, 6 . However, invasive methods like the C clamp [7] [8] [9] [10] and external fixators 11, 12 are not feasible at the injury scene because application requires emergency department or operating-room facilities. Even in the hospital setting, these invasive measures often take considerable time to apply. Hence, various methods of early, fast, and noninvasive pelvic fracture stabilization have been applied. The most commonly known methods are bed-sheet wrapping 13, 14 , internal rotation and taping of the lower extremities 15 , and, more recently, the application of a pelvic circumferential compression device 3, [16] [17] [18] [19] [20] [21] [22] [23] [24] [25] [26] . Pelvic circumferential compression devices are commercially available pelvic wraps designed to stabilize the pelvic ring and to reduce the volume of the pelvis by controlled external circumferential compression.
Limited data are available on the efficacy of the pelvic circumferential compression devices. To our knowledge, only Level-III evidence 27 concerning their efficacy has been reported 16 . In a prospective cohort study, Krieg et al. described sixteen patients with partially stable and unstable pelvic ring fractures 3 . In the patient group with externally rotated fractures, the pelvic circumferential compression device significantly reduced the pelvic width. In the internal rotation group, the device did not cause overcompression. As it is unclear whether patients were consecutively included, a selection bias cannot be ruled out. Until now, the quality of reduction provided by the pelvic circumferential compression device for all types of pelvic fractures is uncertain, since the effect of the device on the position of the fracture fragments is unknown.
Before undertaking clinical trials, it is essential to establish the biomechanical effects of these devices through laboratory experiments. Therefore, the aim of this cadaver study was to compare the effects of three commercially available pelvic circumferential compression devices on the dynamic realignment and final reduction of pelvic fracture fragments. These effects were considered a measure of the quality of reduction provided by the devices.
Materials and Methods
A biomechanical cadaver study aimed to determine the quality of reduction induced by the pelvic circumferential compression devices in relation to the pulling force required for proper application. Three commercially available pelvic circumferential compression devices were evaluated: the Pelvic Binder (Pelvic Binder, Dallas, Texas), the SAM Sling (SAM Medical Fig. 1 The three commercially available pelvic circumferential compression devices evaluated in this study (Pelvic Binder, SAM Sling, and T-POD) with the product details and manufacturers' guidelines for their application.
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Products, Wilsonville, Oregon), and the Trauma Pelvic Orthotic Device (T-POD; Bio Cybernetics International, La Verne, California) (Fig. 1) . The three available sizes of the SAM Sling (extra small, standard, and extra large) were used when indicated. Ten male and six female cadavers without a known history of pelvic fractures were randomly selected. The cadavers were embalmed forty-eight to seventy-two hours post mortem at room temperature, with use of a 6% paraformaldehyde solution. The specimens consisted of the complete pelvic region including all soft tissues, from the level of the third or fourth lumbar vertebral body and including the proximal two-thirds of both femora.
In order to identify anatomic regions and fracture fragments of the osseous pelvis, stainless steel pins, each with five retroreflective markers, were firmly fixed adjacent to planned fracture lines (Fig. 2, A) . The pins were placed under fluoroscopic guidance close to the sacroiliac joint, close to the symphysis pubis, and on either side of the created fractures in the iliac and pubic bones. Pin position was confirmed with anteroposterior, inlet, and outlet fluoroscopic views. The pins remained in place during application of the pelvic circumferential compression devices, which were rigidly fixed into the bone. Coordinates of the retroreflective markers were recorded with use of a Vicon system (Vicon Motion Systems, Oxford, United Kingdom). The specimens were mounted in a custommade frame on a platform, and the proximal lumbar vertebral body was screw-fixed with a lumbar clamp to ensure standardized measuring (Fig. 2, B and C) . Light emitted by infrared light-emitting diodes was captured by the cameras on reflection from the retroreflective markers placed at the fracture sites (Fig.  2, C and D) . Prior to each measuring session, static and dynamic calibrations were carried out according to the Vicon instruction manual. Static calibration was used to set the origin and the direction of the axes, and dynamic calibration was used to calculate the relative positions and orientation of the cameras.
First, pins with retroreflective markers were placed in unfractured pelves. Subsequently, reference measurements were performed to establish the exact positions of the ilium, sacrum, and pubis in the unfractured state. Subsequently, all sixteen pelves were osteotomized to simulate fractures in randomized order with the pins and retroreflective markers in 
place. All fractures were created according to the study definition on the basis of the Tile classification 28 (i.e., four type-A fractures, four type-B1 fractures with a 50-mm pubic diastasis, four type-B1 fractures with a 100-mm pubic diastasis, and four type-C fractures) (Fig. 3) . All fractures were produced with an osteotome, and diastasis was achieved with a Finochietto rib spreader placed between the symphysis pubis. In the type-B1 fractures, two widths of diastasis were created to differentiate between a mild and a severe disruption of the pelvic ring at trauma. Prior to each new measurement with a different pelvic circumferential compression device, a rib spreader was used to create sufficient diastasis. The soft-tissue envelope was preserved whenever possible. Fracture subtypes were confirmed with use of anteroposterior, inlet, and outlet fluoroscopic images.
Subsequently, the specimens were placed on the platform and the three pelvic circumferential compression devices were successively applied in randomized order. The pelvic circumferential compression devices were applied at the level of the greater trochanters 29 and were tensioned according to the manufacturer's guidelines (Fig. 1) . A stepwise (20 N per step) increased pulling force was applied, measured with a digital force gauge (9000 series CPU; AIKOH Engineering, Osaka, Japan). This pulling force was increased until the pelvic circumferential compression device was fitted according to the manufacturer's recommendations ( Fig. 1 ). With the Pelvic Binder and the T-POD, two fingers were inserted between the specimen and the device. From the digital force gauge, it could be read that the Pelvic Binder and the T-POD were tensioned to a maximum of 120 and 100 N, respectively. The SAM Sling was pulled tight with two hands in opposite directions and the fastener with the Autostop buckle limited the circumferential compression at a strap tension of 150 N.
During tensioning, the three-dimensional positions of the fracture fragment markers were recorded in real time with the Vicon system (Fig. 2, D) . All marker positions were transformed to a single orthogonal coordinate system (Fig. 4) , with the blue X-axis indicating movement in the caudocranial direction; the red Y-axis, the mediolateral direction; and the green Z-axis, the posteroanterior direction.
The marker coordinates were processed with MATLAB software (version 7.1; The MathWorks, Natick, Massachusetts).
Comparison of the unfractured pelvis set with the fractured pelvis set showed the displacement of pin points was caused by fracturing and application of pelvic circumferential compression devices, with this displacement representing displacement at fracture sites. The pin-point displacements (in millimeters) of the fragments after application and tensioning of the pelvic circumferential compression devices, relative to their reference 
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positions, were used as a measure of quality of reduction. Differences in pulling force between the pelvic circumferential compression devices that was needed to reach reduction at the symphysis in Tile type-B1 and C fractures were analyzed. Reduction was defined as the lowest amount of diastasis at the symphysis. However, diastasis of £10 mm is considered normal 20 and unlikely to be clinically relevant; in this study, diastasis of <5 mm was considered acceptable. The results were visualized with GraphPad Prism (version 4.00; GraphPad Software, La Jolla, California).
Statistical Methods
No preliminary or published data that could be used to calculate the required sample size existed. Therefore, initial measurements were restricted to four cadaveric specimens with a Tile type-A fracture, eight with a Tile type-B fracture, and four with a Tile type-C fracture, for all three pelvic circumferential compression devices. Statistical analysis was performed with use of the Statistical Package for the Social Sciences software (version 16.0; SPSS, Chicago, Illinois). A factorial repeated-measures analysis of variance was performed to analyze the differences among the pelvic circumferential compression devices with regard to the pulling force required to reach reduction at the symphysis. The Mauchly test was used to test the assumption of sphericity. Post hoc pairwise comparison tests with Bonferroni correction were used to test the differences between group means.
Source of Funding
There was no external financial funding source for this study. The pelvic circumferential compression devices used for this study were provided by Pelvic Binder (Pelvic Binder), Innoventa BV (SAM Sling), and Rescue 3000 BV (T-POD). Neither the companies providing the pelvic circumferential compression devices nor the device manufacturers played a role in this study. Tile Type A In Tile type-A fractures (Fig. 6-A) , the average displacement of the pubic and iliac bones was <5 mm in all three directions before tensioning of the pelvic circumferential compression devices. Tensioning the devices according to the manufacturers' guidelines resulted in an overreduction of <5 mm in the medial direction at the pubis. Following tensioning of the Pelvic Binder, an average posterior displacement of 5.96 ± 2.59 mm was found at the ilium. The average displacement at the ilium for the SAM Sling and T-POD was <5 mm.
Results
Tile Type B1 (50 mm) Tile type-B1 fractures with a 50-mm pubic diastasis (Fig. 6-B) resulted in an average diastasis of 18.87 ± 5.59 mm at the symphysis pubis before tensioning of the pelvic circumferential compression devices. The displacement in the mediolateral direction at the symphysis pubis during tensioning showed a gradual decline of the diastasis with each step of 20-N applied force. Average pulling forces of 60 N (Pelvic Binder), 120 N The orthogonal system used to describe the movements of the fracture fragments in three directions. The blue X-axis represents the caudocranial direction, the red Y-axis represents the mediolateral direction, and the green Z-axis represents the posteroanterior direction.
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(SAM Sling), and 40 N (T-POD) were needed to reduce the lateral displacement to the reference position. A pulling force according to the manufacturers' guidelines resulted in a medial overreduction of <5 mm at the symphysis pubis for all devices. At the location of the sacroiliac joint, the displacement in all three directions was <5 mm before and after tensioning the devices.
Tile Type B1 (100 mm) The Tile type-B1 fractures with 100-mm pubic diastasis (Fig.  6 -C) were characterized by an average diastasis of 20.44 ± 2.42 mm at the symphysis pubis. Similar to the type-B1 (50-mm) fractures, a gradual diastasis reduction per step of 20 N was observed in the mediolateral direction. Applying a pulling force according to the manufacturers' guidelines resulted in an average diastasis at the symphysis pubis of <5 mm for the Pelvic Binder and T-POD and 6.70 ± 1.55 mm for the SAM Sling. The average displacement at the sacroiliac joint in either direction remained <5 mm for all devices.
Tile Type C Before tensioning of the pelvic circumferential compression devices, the average displacement at the symphysis pubis in the Tile type-C fractures ( Fig. 6-D ) was 1.38 ± 4.58 mm cranially, 15.26 ± 3.51 mm laterally, and 5.45 ± 2.30 mm anteriorly. The negative posteroanterior displacement at the symphysis pubis and the sacroiliac joint indicated a displacement of the fractured hemipelvis in an anterior direction. Tile type-C fractures resulted in an average displacement of <5 mm at the sacroiliac joint in all three directions before tensioning. An average pulling force of 60 N (Pelvic Binder and T-POD) and 100 N (SAM Sling) was necessary to reduce the lateral displacement at the symphysis pubis to the reference position. At the location of the symphysis pubis, tensioning of the pelvic circumferential compression devices according to the manufacturers' guidelines resulted in an overreduction. For the Pelvic Binder, the average overreduction was 0.08 ± 4.67 mm caudally, 2.57 ± 1.53 mm medially, and 5.07 ± 3.11 mm anteriorly. For the SAM Sling, the average overreduction was 1.38 ± 4.10, 4.69 ± 1.78, and 5.06 ± 3.66 mm, respectively. For the T-POD, the average overreduction was 1.26 ± 5.15, 4.28 ± 2.33, and 5.74 ± 3.66 mm, respectively. The anterior displacement at the symphysis pubis (5 to 6 mm) was unaffected by any of the pelvic circumferential compression devices. At the sacroiliac joint, tensioning according to manufacturers' guidelines resulted in an average cranial displacement of 0.02 ± 1.30 mm, an 
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T (Fig. 6-A) , at the symphysis pubis (upper panel) and the sacroiliac (SI) joint (lower panel) in Tile type-B1 (50-mm) fractures (Fig. 6-B) , at the symphysis pubis (upper panel) and the sacroiliac joint (lower panel) in Tile type-B1 (100-mm) fractures (Fig. 6-C) , and at the symphysis pubis (upper panel) and the sacroiliac joint (lower panel) in Tile type-C fractures (Fig. 6-D 
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average overreduction of 2.09 ± 0.57 mm medially, and displacement of 2.34 ± 1.75 mm anteriorly. The average pulling force required to reach the same position of the symphysis pubis as that in the unfractured, reference measurement in Tile type-B1 and C fractures was 60 ± 9 N for the Pelvic Binder, 112 ± 10 N for the SAM Sling, and 43 ± 7 N for the T-POD. The Mauchly test had a p value of 0.04, indicating violation of sphericity. Therefore, a GreenhouseGeisser corrected F statistic was used. The F value was 43.7 (p < 0.01), which indicates a significant difference in pulling force among the different pelvic circumferential compression devices. Between-group post hoc tests showed that the average required pulling force to attain complete reduction was 52 ± 6 N lower for the Pelvic Binder than the SAM Sling (p < 0.01), 17 ± 6 N higher for the Pelvic Binder than the T-POD (p = 0.05), and 68 ± 10 N higher for the SAM Sling than the T-POD (p < 0.01). The average symphysis diastasis reduction for the Tile type-B1 and C fractures was 19.64 ± 2.86 mm for the Pelvic Binder, 18.18 ± 2.25 mm for the SAM Sling, and 20.11 ± 2.87 mm for the T-POD. The average diastasis reduction was 
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similar for all three binders (Greenhouse-Geisser F value, 1.7; p = 0.213).
Discussion

I
n the acute management of pelvic ring fractures, a pelvic circumferential compression device is recommended as one of the first steps for prompt and easy stabilization of hemodynamically unstable patients 6, 30 . However, only limited scientific evidence is available to support this recommendation. For most patients in whom a pelvic fracture is suspected, current guidelines recommend the application of a pelvic circumferential compression device. The exact behavior of the fracture fragments after application and tensioning of a pelvic circumferential compression device remains unknown, so this cadaver study was performed to assess the quality of reduction by pelvic circumferential compression devices in different types of pelvic ring fractures.
No clinically important displacement of the fracture fragments was observed when any of the pelvic circumferential compression devices were applied for Tile type-A fractures. Complete reduction was observed after application and tensioning of all three pelvic circumferential compression devices in Tile type-B1 (50-mm) fractures. In these fractures, the T-POD required the lowest mean pulling force (i.e., 40 N) to achieve complete reduction of the laterally displaced os pubis. In Tile type-B1 (100-mm) fractures, the remaining diastasis at the symphysis pubis was <5 mm compared with the initial reference coordinates after application of the Pelvic Binder and T-POD. A diastasis of 7 mm in the symphysis pubis remained after application of the SAM Sling. However, diastasis of £10 mm is considered normal 20 and unlikely to be clinically relevant. Following application and tensioning of the pelvic circumferential compression devices in Tile type-C fractures, a mean anterior displacement of 5 mm of the fractured hemipelvis was observed. Anteriorly, the symphysis pubis closed with a slight overreduction in all three devices, although this is unlikely to be clinically relevant. More importantly, no significant displacement was observed at the sacroiliac joint. Even in Tile type-C fractures, the sacroiliac joint displacement was <5 mm.
The average lateral displacement in type-B1 (50-mm) and B1 (100-mm) fractures after removal of the rib spreader was approximately 20 mm. This was due to passive recoil in a cadaveric pelvic fracture model as previously reported by Gardner et al. 31 . They showed that, in anteroposterior compression fractures (corresponding to Tile type B), the amount of recoil was consistent regardless of the severity of maximal injury.
Biomechanical research on the quality of reduction with pelvic circumferential compression devices is limited. DeAngelis et al. 20 created rotationally unstable pelvic fractures (Tile type B1) in twelve cadavers and showed that the T-POD was more effective in reducing symphysis diastasis than was a circumferential sheet. They defined a symphysis diastasis of <10 mm as normal. In nine of twelve pelvic specimens, the T-POD was able to reduce the mean symphysis diastasis to 7.1 mm (95% confidence interval, -2.2 to 16.4 mm). In the current study, a reduction in diastasis to a clinically acceptable <10 mm was achieved in all fracture types and with each type of pelvic circumferential compression device.
The results of the Vicon measurements showed that most of the displacement during compression with a circumferential compression device on the pelvic ring is in the mediolateral direction at the symphysis pubis.
There is ongoing controversy regarding the required pulling force for optimal pelvic reduction with use of pelvic circumferential compression devices. In the prospective cohort study by Krieg et al. 3 , radiographs were analyzed in order to quantify pelvic reduction following application of a pelvic circumferential compression device compared with pelvic reduction after definitive stabilization. A 140-N tension-limited device was used to ensure safe application of the pelvic circumferential compression device around the trochanters. This pulling force was chosen to be 20% lower than the 180-N tension level reported in the cadaveric study by Bottlang et al. 25 . In the current study, the Autostop buckle of the SAM Sling (150-N tension limitation) accounted for an incomplete fracture reduction in Tile type-B1 (100-mm) fractures at the location of the symphysis pubis in a mediolateral direction and caused overreduction in the Tile type-B1 (50-mm) and C fractures.
Bottlang et al. 25 measured the minimum strap tension with a prototype pelvic strap in order to achieve complete reduction of the displacement in a cadaveric study. Symphyseal contact was confirmed with a symphysis pubis sensor. This minimum strap tension was a mean of 177 ± 44 N and 180 ± 50 N in the partially stable and unstable pelves, respectively. This pulling force was markedly higher than the pulling forces necessary for complete reduction of Tile type-B1 or Tile type-C fractures in the current study. The required pulling force to attain complete reduction varied substantially among the three different pelvic circumferential compression devices. The T-POD reached the same reduction as the other pelvic circumferential compression devices with use of the lowest pulling force. A significant difference in the required pulling force was noted between the Pelvic Binder and the T-POD. The differences in the required pulling forces for reduction are influenced by the design of the closure mechanisms of the three pelvic circumferential compression devices, the influence of the pulley-blocks (i.e., T-POD), and the friction caused (i.e., Pelvic Binder and SAM Sling). The Pelvic Binder and the T-POD are available as ''one size fits all'' and need to be cut to fit before application, so their application can be more time-consuming than the sized-to-fit SAM Sling that is available in three fixed sizes. Furthermore, the Pelvic Binder and the T-POD do not provide feedback on the applied force. Both manufacturers prescribe that the straps should be pulled until two fingers just fit between the binder and the patient. The SAM Sling, on the other hand, has an Autostop buckle that limits tension to 150 N. The results of the current study indicate that these guidelines result in clinically sufficient pulling force to reduce the displacement in pelvic fractures with the three pelvic circumferential compression devices.
The straightforward and quick method for application of circumferential compression with a pelvic circumferential com-pression device makes the use of these devices at the accident scene uncomplicated. However, the ideal pelvic circumferential compression device should provide enough circumferential compression to maximally reduce the displacement, without gross overcompression. Tissue damage is thought to occur when the exerted pressure on the skin exceeds 9.3 kPa for more than two to three hours continuously 32 . A drawback of the pressure needed to accomplish pelvic ring reduction is the increased risk of skin problems 33 . Although pelvic circumferential compression devices are clinically effective in early fracture reduction, the development of pressure sores and complications of associated softtissue injury have been reported [34] [35] [36] [37] . Each of the pelvic circumferential compression devices uses different pulley mechanisms, so the applied pulling force does not necessarily relate to the circumferential exerted pressure under the device. As noted above, the pressure on the skin is clinically the limiting factor. No conclusions about the risk for pressure-induced skin necrosis can be drawn from this study. An inherent limitation in this study was the use of embalmed cadavers, causing the tissues to be much stiffer than normal. These cadaveric specimens may not be truly representative of all or even most pelvic fractures and could affect tissue recoil and diastasis reduction.
In conclusion, the Pelvic Binder, SAM Sling, and T-POD provided sufficient reduction in partially stable and unstable pelvic fractures. There was no adverse overreduction with any of these pelvic circumferential compression devices in Tile type-A, B1, and C fractures. The required pulling force to attain complete reduction was lowest for the T-POD. The efficacy of pelvic circumferential compression devices in patients with pelvic ring fractures remains to be determined. n 
